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10:1 VOLTAGE MULTIPLIER 

is now availahlo to oxtinui the range of 
voltage nieasiinancnt of the Type 18(M)-A 
Vacuuin-Tiilxj Voltmeter to a niaxiinum 
of 1500 volts. 

This multiplier is a capacitive voltage 
divider which provides a 10:1. reduction 
between the voltage applied to the multi¬ 
plier and the voltage appearing across the 
voltmeter terminals. The multiplier screws 
on to the end of the voltmeter prolje, adding about two inches to its 
length. 

Since the input capacitances of the voltmeters differ slightly, an 
error in multiplier ratio of ±2% is possible, but an adjustment is pro¬ 
vided by means of which the ratio can l>e,adjusted to ±1% for any 
Type 1800-A Vacuum-Tube Voltmeter. When a multiplier and a 
voltmeter are ordered together, this adjustment is made at the factory. 

The eSeciive parahe) hiput resistance o^ the muh'ipher'is />>/ the enter 
of 100 times that of the voltmeter probe alone, and the effective 
parallel capacitance is 1.5 /zgf. When the cap and center plug are used, 
approximately 0.5 
ggf Is added. 

The resonant fre- 
quencyof the probe, 

1050 Me, is not ^ ^ 

changed by the ad- 


Figure 1. Exploded view 
of probe, multiplier, and 
cap. 
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(lition of the multiplier. The multiplier 
frequency error is plotted in Figure 2. 
Tlie multiplier is not recommended for 
use at frequencies lx?low 1(K) kc. 


SPECIFICATIONS 

Multiplier Rotest 10 to 1. 

Dimantiontt (Length) X (diameter) 1^ 
inches, over-all. 

Nat Weight: 4 ounces. 

Type _ Code Word Price 

180O-P2 I Multipll.r | ABODE | $18.00 

NEW STANDARD PARTS 



180D>P2 Multipliar. The high-fraquancy corraction for 
lha voltmatar it unchongad by tha addition of tha 
mulHpliar. 


Th(' new lo(»k that ha.s lately Ixjen 
evident on General Radio instruments 
reflects the improvement in appearance 
of our .'Standard parts. Designed to lx» 
attractive a.s w<*ll as useful, these knol)s 
and dials are also availabk* .separately 
to those who make their own lalMtratory 
equipment. 

KNOBS 

Type KN Knobs, which replace the 
Tyi’E 037 serie.s, are uniform in gtmeral 
appearance and application and were 
designed primarily for use on General 
Radio instruments. All are similarly 
flutcxl and have matching narrow skirts, 
so that a unity of design is achieved 
when different types are u.‘X*d on the 
.same panel. Pointer modfds have larg<^ 
white \’-.shaped indicators for g<x>d visi¬ 
bility. 



KNB-2 


Two new types are now available, 
the bar knobs, KNH-1 and KNB-2, 
which arc e.specially convenient for 
use on rotary switches, and the spin¬ 
ner knob, KNU-3, for rapid rotation 
of the control shaft on slow motion 
drives. 

Each knob is made of black phenolic 
resin with a molded-in brass insert, aiul 
is fitted with two setscrews, 90° apart, 
which are thread(Ml through the metal 
imseil. The boring of the shaft hole is 
perfonned as a final operation on a pre¬ 
cision machine, especially set up for the 
purpose, so as to insure an accurately 
sized hole which is concentric with and 
perpendicular to the molded portion. 
Holes are lx)red to fit a ^-inch diameter 
shaft and are equipped with removable 
bushings to adapt to J4^-inch diameter 
shafts. 

1-INCH DIAMETER —WITH BAR 

Net Weight Package Package 

Type for 6 Cod e Word of 6 of 20 

KNB-1 |3% oz.Ibakknoiione I $9.50| $13.00 

P/s-INCH DIAMETER —WITH BAR 

Net Weigtit Package Package 

Type for 6 Code Word of 5 of 30 

KNB-2 16 oz. juAKKNOB'nvol $3.7S| $14.00 
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2-INCH DIAMETER 

Net Weight Package Package 

f ' Tgjie for 6 Code Word of 5 of W 

KNSP-8 Is oz. InurlnOBATK I $4.2si $16.00 


2-INCH DIAMETER—WITH SPINNER 

Net Unit 

Type Weight Code Word Price 

ZKNU-3 |2% ot.lsPlNNOBTRE j $3.00 


iVs-INCH DIAMETER 

Net Weight Package Package 

Type for 6 Code Word of 5 of 20 

KNSP-6 jsVa oz.|nurlnobsix | $3.00| $11.00 


2y8-INCH DIAMETER 

Net Weight Package Package 

Type for 5 Code Word of 5 of 20 

KNSP-10|i2V2 oz.|nitrlnobtbn|$5.50|$21.00 


2y8-INCH DIAMETER—WITHOUT 
POINTER 

Net Weight Package Package 

Type for 5 Code Word of 6 of 20 

KNS-12|l7oz. InURLNOBDOZ | $5.75| $22.00 

The Tyi»e KN Fluted Knobs arc shown ap¬ 
proximately one-half actual size in the illustra¬ 
tion. 



KNOB AND DIAL ASSEMBLIES 


A new line of photo-etched dials with 
frosted-chrome surfaces replace's the 
older nickel-silver models. The Types 
901, 902, and 904 dials are available 
with or without friction drives and in 
two or more scale lengths. These dials 
were designed for applications requiring 
simple, direert shaft positioning of mod¬ 
erate precision. Dials are a.«scmblcd on 
standard Type KN knobs and therefore 
•mount on the same size of shaft. 
The punched brass dial is accurately 


located on the knoUs b}^ l>ossi's, from 
which the shaft hole is concentrically 
bored, and is ab^o insulated from the 
shaft insert by the phenolic material 
of the knob. 

Each dial is photo-etched and fin¬ 
ished with black lines on a frosted- 
chrome j)lated background. This back- 
gi*ound finish has a silvery white 
color, furnishing excellent contrast 
with the black lines, and has difTuse 
reflecting properties, making it possi- 
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l>lc to view or illiiniinate the dial 
from any angle without objectionable 

The parallax-free indicator, which is 
designed to hug the rim of the dial and 
to remain flush with its surface, is fin- 
islnul in matching frosted-chrome plate 
with a black index line. 

I'iiction-drive models an^ intended for 
use when the accuracy of a photo- 


etched dial is satisfactory, but when 
settings must l)e made more precisely 
than can Ijc done with a direct drive. 
The speed-reducing drive grips the rim 
of a separate disc l)ehind the dial, so 
that the dial surface is not marred, and 
the driving shaft is mounted on the 
panel in an eccentric bushing w^hich i>cr- 
mits lateral adjustment to the smoothest 
operating position. 


2-INCH DIAMETER —TYPE 901 DIALS 


^ _ Net Code 


Type 

Are 

Divieume 

Dritfe 

Weight 

Word 

Price 

901-HD 

\ 180^ 

100 

Direct 

2 oz. 

DIIX)0 

$2.73 

901-JD ' 

270° 

100 

Direct 

2 oz. 

DIIiAP 

2.75 

901-L0 

360° 

100 

Direct 

2 oz. 

DILID 

2.75 

/4-inch diameter- 

-TYPE 902 DIALS 




902.HD 

180° 

100 j 

Direct 

2!^ oz. 

1 niMAp 

$2.73 

903-JD 

270° 

100 1 

Direct 

2! ‘> oz. 

1 niMii) 

2.75 

902-HF 

180° 

100 

Friction, 3.3:1 

4 oz. 

1 niMOR 

3.73 

902-JF 

270° 

100 

Friction, 3.3:1 

4 oz. 

DLMUG 

3.75 


4-INCH DIAMETER —TYPE 904 DIALS 


904-HD 

180 

100 

Direct 

5 oz. 

1 niPAR 

$3.23 

904.JD 

270 

200 

Direct 

5 oz. 

DIPOD 

3.23 

904.HF 

180° 

100 

Friction, 5:1 

8 oz. 

DIPKN 

4.23 

904-JF 

270° 

200 1 

1 Friction, 5:1 

8 oz. 

1 DIPLT 1 

4.23 


FRICTION-DRIVE PRECISION DIALS 


'r^CKs IH)") and 00(5 Precision Hials 
replace the Types 7(H and 706. They 
have tine black lines exactly pitsitioned, 
by an automatic precision engraving ma¬ 
chine, on a frosted-chrome background. 
The spacing of the lines i.s chixsen to give 
the maximum accuracy of setting con¬ 
sistent w'itli readability. 

Each dial has a lathe-turned rim to 
iusui*e concentricity, and is attached to 


a machined bniss hub, which is fastened 
to the shaft by two setscrews, accc.^si- 
ble from the front of the dial. The 
friction drive, which is M\y ailju-stable, 
o|)erates on the outer edge of a horsi*- 
shoe-sha]ied slot in the ilial, so that 
the slow-siKH'd knob turns in the same 
direction as the dial and so that the 
drive mechanism all comes within the 
dial proper. 


4-INCH DIAMETER —TYPE 905 PRECISION DIALS 


903.HF 1 

1 80° 1 

200 


Friction, 6:1 I 

9 oz. 

1 DIRCO 

1 $10.00 

903.JF 1 

1 270° 1 

300 


Friction, 6:1 | 

9 oz. 

1 DIKIM 

1 10.00 

6.INCH DIAMETER—TYPE 906 

PRECISION DIALS 




906.HF 1 

180° 

300 


Friction, 8:1 I 

15 oz. 

1 DIROT 

1 $12.00 

906.JF 1 

270° 

430 

1 

1 Friction, 8:1 1 

15 oz. 

1 DIRAP 

1 12.00 



lET LABS, INC in the GenRad tradition 

www.ietlabs.com 

534 Main Street, Westbury, NY 11590 TEL: (516) 334-5959 • (800 ) 899-8438 • fax: (516) 334-5988 

















5 


MAY, 1948 




I ET L^B$, I NIC in the GonRad tradition 

www.ietlabs.com 

534 Main Street, Westbury, NY 11590 TEL: (516) 334-5959 • (800) 899-8438 • FAX: (516) 334-5988 



GENERAL RADIO EXPERIMENTER 


6 


GEAR-DRIVE PRECISION DIALS 


'I'wo iH'w units, the Types 

*.M)7 and DOS (lear-Drive Precision Dials, 
were d(.*si}pied for the most exacting ap¬ 
plications luid combine th(* line-line 
accuracy of a machiiuM'iipaved dial 
with a positive, fixed-ratio reduction 
drive. The dial is funiuihed in frosted- 
chrome plate with contrasting black 
lines, ajid its hub is attached <iirectly to 
the shaft by two setscrt'w.s. 

'Phe n(‘ar has intenial tet»th. so that 
the knob, driving a stainless steel pinion, 
turns in the same direction ris the dial. 
The pinion i.s hehi in a collet in the knob 
s<» that it may l>c readily adjusted to 
f)roj(*ct throu^:h any panel, up to Jic 
inch thickness, by simply ItMjseninp: the 
setscrews in the knob. This drive as¬ 
sembly runs in a floating bnmze bushing 


that i.s spring guid<‘d to hold the gears 
in projKT mi'sh without backlash aiul 
that also obviates the need for precise 
panel drilling. 

The pinion and g(*ar tet'th are espe¬ 
cially designed to run smoothly together 
and are cut on a precision gear shap(*r 
to insure uniformity. The 10:1 ratio 
jH'miits calibrating the knob as a vernier. 

The front-of-panel as.sembly requires 
only two 0-32 panel holes for mounting, 
and the large holes for the window and 
drive of the back-of-f)anel mmlel art* 
round, so that they can be readily put 
in with a punch, hole-saw, or fly cut ter. 

The anti-parallax floating indicator is 
supplied with a dull-lilack back-up 
plate, which fills the window on the 
back-of-panel typ(*s. 


4.INCH DIAMETER GEAR-DRIVE PRECISION DIALS 





lhal 

Gear- 

Set 

Cotie 


Type 

Mounting 

Are 

lyinsions Drive Ratio 

Weight 

Word 

Price 

907-LA 

Front-of-panel 

360 

360 

lOtl i 

11 nz. j 

DITAB 

$9.50 

907-LB 

Back-of-panel 

360"^ 

360 

10:1 ' 

11 oz. 1 

UITOP 

1 9.50 

6-INCH 

DIAMETER GEAR-DRIVE PRECISION 

DIALS 




908-LA 

Front-of-ponel 

360"^ 

1 360 

10:1 1 

21 oz. 1 

DIVAT 

1 $11.00 

908-LB 

1 Back-of-panel i 

360^ 

1 360 

10:1 1 

10 uz. 1 

DIMM 

1 11.00 



(Uft) Type 907-LA; (Kighf) Type 907-LB, approximately half tlze. 
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VARIAC OPERATION WITH FIXED BRUSH SETTING 


Variac adjustable transfoniiers are 
devices for obtaining any required volt¬ 
age within their range, quickly, con- 
v(‘niently, and efficiently. V'ariac volt¬ 
age output is substautially independent 
of load current, as contrasted with Re¬ 
sistive controls. Usually, Variacs are fre¬ 
quently adjusted to meet changing 
requirements of spml, illumination, hue 
voltage, etc. 

Occasionally, Variacs are required to 
act as fixed autotransformers, a service 
for which the latter are more properly 
suited. Under these conditions, the 
Variac brush setting remains fixed for 
long [jeriods undei* load, ami the turns 
under the brush are subjected to pro¬ 
longed operation at high tem|KTature. 

At this point a l)rief discussion of the 
function of ami not'd for “carbon” 
(actually a mixlui-e of carbon, graphite, 
ami, sometimes, metal) brushes in 
N'ariacs is in order. The brush is the 
secret of successful Variac design. To 
permit adjustment (i.e., switching) under 
load witliout interruption of current, the 
contacting device must establish contact 
with an adjacent turn of wire lx?fore 
breaking the contact already estab¬ 
lished. This means that the contacting 
device must, perforce, short circuit one 
or more turns in certain ixysitions. In 
order to limit the short-circuit current 
to a safe and reasonable value, the con¬ 
tact must have a certain minimum 
resistaiu'e. Since this resistance is trav- 
erseil by the load ciu rent iis well as l)y 
short circuit currents, it must not Ix' too 
high. In effect, we have a tug-of-war 
iK^tween short-circuit lo.'^ses, which call 
for a high resistance, and load losses, 
which call for a low resistance. 'Hie 
compromise is l>est effected when the 
two lo.sses are equal. Carljonaceous 
mat('rials meet the resistance reciuire- 


ments nicely and have lubricating and 
wear characteristics that are excellent 
against the copper surface of the ex- 
jK^seil brush track. 

H(?cause of the load losses which are 
unavoidably introduced by the brush 
recjuirements, the* hottest spot on a 
N'ariac will alwa>'s lx? directly under the 
brush. This localized heat source is in 
aildition to the uniformly distributed 
heating of (^ore and copper losses. These 
latter are maintained at conservative 
levels in Variac design, but the brush 
heat, even with generous heat radiator 
provisions, is .still sufficient to raise the 
temperature of the turns in the immedi¬ 
ate vieinity of the brush to a point where 
the bare cojiper oxiilizes rapidly. 

Copper oxide, unfortunately, is a poor 
electrical conductor, ami its fonnation 
in the vicinity of the brush further in¬ 
creases the brush heating under load. 
Thus heat leads to oxide which leails to 
more heat in an extremely vicious circle. 
If failure is to be avoided, the circle 
must be broken. 

Two good methods have so far been 
found to prevent oxide accumulation. 
One is obvious. Keep the brush track 
clean, using the fine crocus cloth and 
carbon tetrachloride cleaning technique 
outlined in the Variac instruction sheet, 
at frequent (semi-weekly) intervals. 
The other is to prevent or slow down 
oxidation by excluding air from the 
vicinity of the brush l)y the application 
of a thin layer of heat resistant, inert 
grease to the l.nush track. Dow-C'oniing 
D-C-I4 Silicone Grease has been found 
to be excellent for this purpose. A com¬ 
bination of the two methods, a thorough 
cleaning and regi'ca'^ing every two weeks, 
will permit indefinite o])eration of Vari¬ 
acs with fixed brush setting. 

— GiLBKur Smiley 
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HONORS — Awarded to Melville East- 
ham, Chief Engineer and former Presi¬ 
dent of the General Radio Company, the 
1948 New England Award, at the annual 
meeting of the Engineering Societies of 
New England, at Boston, April 29. A 
scroll of illuminated parchment suitably 
inscribed, the New England Award is 
given each year to “a living engineer, 
resident in New England, who, by out¬ 
standing achievement, shall merit recog¬ 
nition of his accomplished work as well 
as of his character, by his fellow en¬ 
gineers of New England.’’ 


RECENT VISITORS — 

From Poland: Przemyslaw, J. Jaros, 
General Superintendent of Communica¬ 
tions, Polish State Railways, Warsaw. 

From Brazil: Captain Aldo V. da Rosa, 
Chief of Technical Division, Brazilian 
Air Force. 

From Chile: William Feick, Professor 
of Communication Engineering, Univer- 
sidad Tecnica Federico Santa Maria, 
Valparaiso. 

From Holland: Mr. D. Goedhart and 
Mr. W. W. Storm of N. V. Philips Tele¬ 
communication Industries, Hilversum. 



Malvill* Eastham. 


PAPERS presented at the I. R. E. Na¬ 
tional Convention, New York, March 
21-24, 1948 —by IT. B. Richmond, 
(Chairman of the Board, *^An Engineer 
in the Electronics Industry — Prospects, 
Preparation, Pay”; by W. N. Tuttle, 
Engineer, “Use of Diode Rectifiers with 
Adjustable Transformers for Motor 
Speed Control”; by R. F. Field, En¬ 
gineer, “Losses in Air-Cored Induc¬ 
tors”; by J. K. Clapp, Engineer, “Fre¬ 
quency Measurement by Sliding Har¬ 
monics.” 
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